Optical Systems 


Parallel-optics type 
(zooming type) 

This system has a parallel optical path into 
which diverse intermediate equipment, 
including a DS series digital camera, 
coaxial episcopic illuminator, teaching 
head, drawing tube and eye-level riser, 
can be inserted. 


Greenough type 

(zooming type) 

Allows a compact body that is suited for 
incorporation into other devices. 
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Complete lineup delivers optimal observation performance 


Nikon's broad range of stereoscopic microscopes and accessories respond to diverse observation 
needs. The SMZ series, represented by the high-end 1500, 1000 and 800 models, offers 
outstanding optical performance, flexible system expandability and superb operability. 
The basic SMZ745T and $MZ645/660 are highly cost effective and the long-selling 
SMZ-2, SM-5 and SMZ445/460 provide ease of use. Nikon offers stereoscopic 
microscopes most appropriate for your specific requirements. 
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SMZ800 
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System Image | Zoom | Embedded Total Zoom Compact | Long 
expandability | capture use magnification* ratio working 
distance 

SMZ1500 V W Vv 3.75-540x 15:1 
SMZ1000 V Vv Vv V 4-480x 1@27 
SMz800 V ay V V 5-378x 6.3:1 
SMZ745T Vv V W 3.35-300x 7.521 Vv 
SMZ645/660 V V 4-300x 6.3:1 V 
sM1Z445/460 V | V__| s5-60x eo) | 43:1 (460) | 
SMZ-2 V V 4-120x 5:1 Vv 
SM-5 V 10-60x = V 


* Depending on combination of eyepiece and objective lens 
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A standard for stereoscopic zoom microscopes—superb optical performance 


and ease of operation 


¢ Nikon has developed a series of 
objectives featuring higher NA 
and incredible resolving power. 
For example, the P-HR Plan Apo 
1.6x objective delivers an NA of 
0.21 and a resolving power of 
630 lines/mm. These superb 
objectives feature optimum 
contrast and a minimum of flare 
across the entire view field out to om 
the edges. a 

Diatom 


Left: SMZ1500 with P-HR Plan Apo objective 
Right: conventional model 


¢ Distortion that causes problems 
usually associated with stereoscopic 
microscopes, such as surface 
irregularities and the apparent 
bulging of objects, is minimized 
with these lenses. 

ow you can view stereoscopic 
images that appear natural-looking 
right out to the periphery. 


observe a flat object. 


e Nikon's approach to reducing chromatic aberration results in a high 
degree of correction for axial and lateral chromatic aberrations. 
Although reducing chromatic aberrations and eliminating distortion were 
traditionally thought to be extremely difficult, Nikon has succeeded 
brilliantly, producing stereoscopic images with true-to-life colors. 


| 
Image where chromatic aberration has been _ Image that exhibits chromatic aberration 


corrected in the SMZ1500 


Comparison of chromatic aberrations 


¢ The OCC (Oblique Coherent Contrast) illuminator*, developed by 
Nikon, allows high-contrast observation of specimens that are difficult 
to view with diascopic brightfield illumination. These include 
translucent biological specimens such as fertilized eggs and embryos in 
culture solutions, fine particles in solutions, air bubbles and foreign 
particles in high-polymer materials. 


*Incorporated in the C-DSD diascopic stand and the C-DSDF fiber-optic diascopic stand 


Fertilized mouse eggs 


¢ In addition to the standard binocular eyepiece tube (P-BT) with 20° 
eyepiece inclination, Nikon offers a low eye-level binocular eyepiece tube 
(P-BTL), a tilting binocular eyepiece tube (P-BERG) that allows continuous 
adjustment of the eyepiece inclination from 0° to 30°, and an eye-level 
riser (P-IER) to help you achieve optimum eyepoint. 


Resolving power chart 
SMZ1500 with P-HR Plan Apo 1.6x 
objective 


Distortion causes a globular effect as shown above even when you actually SMZ1500-DSD 


e The new P-OTR is a dedicated objective Ope) 
nosepiece that can be added to the # 
SMZ1500 at any time. It can incorporate 
two HR Plan Apo series objectives and 


allows one-touch objective changeover and 
on-axis viewing using one optical path. 


Combination example: SMZ1500 + 
P-OTR objective nosepiece for use P-OTR objective nosepiece + HR Plan 
with SMZ1500 Apo 1x + HR Plan Apo 1.6x 


¢ To maximize the high performance of SMZ1500, various accessories 
including illumination systems and diascopic stands are available. 


Magnification and focal depth 
(focal depth when using the C-W10xB eyepiece) 


Objectives Working Zoom Focal depth 
distance magnification (mm) 
0.75x §.392 
Ax 0.320 
P-HR Plan Apo 0.5x 136 
8x 0.140 
11.25x 0.103 
0.75x 1.348 
Ax 0.080 
P-HR Plan Apo 1x 54 
8x 0.035 
11.25x 0.026 
0.75x 0.527 
Ax 0.031 
P-HR Plan Apo 1.6x 24 
8x 0.014 
11.25x 0.010 
How to calculate focal depth (mm, when wavelength is 550nm) 
0.00055 | 1 
2(NAY 7m*NA m: total magnification 


Specifications Dimensions (SMz1500-1) 
Optical system Parallel-optics zoom system 
= 5 - Eyepoint level (interpupillary distance: 64mm) 
Total magnification 3.75-540x (Depending on eyepiece and objective used.), 
5.6-506x (When coaxial episcopic illuminator is attached.) 
Eyepiece inclination 20° (Standard Binocular and Low Eye-level Binocular), 0°-30° 


(Tilting Binocular) 


Interpupillary distance adjustment | 48-75mm 


Eyepieces C-W10xB (FN. 22), C-W15x (FEN. 16), C-W20x (FN. 12.5), 
(with diopter adjustment) C-W30x (FN. 7) 

Zoom range 0.75-11.25x 

Zoom ratio 154 

Objectives P-HR Plan Apo 0.5x, 1x, 1.6x 


P-Plan Apo 1x (Actual magnification is equivalent to 0.8x. 
Compatible with zoom magnifications higher than 1.25x.) 


For possible combinations of accessories, please refer to the system diagram. 


Unit: mm 
System diagram 
GEC C-FM C-FP © Rubber Eyeguard jo t= eS — — Doital Camera DS-Vi1 
Crosshairs Micrometer Photo Mask C-0.55x DS 
P-IBSS2 Beam Splitter S2 Relayilens 
= os = j | © Horn-shaped Eyeguard y TV Camera Adapters/Lenses 
V-T Photo Adapter 
C-W10xB C-W15x C-W20x —-C-W30x — Gg C-mount CCD Camera ; 
8 ion a) faa P-IBSD2 Beam Splitter D2 Lv-tv Tv | C-mount TV Adapter Digital Camera DS-Qi1/DS-Fi1c 
Adapter 
i=! Digital Camera DS-Ri1/DS-Fi1/DS-Fi1¢ 
C-Mount 
P-FLAP2 Port2 TV Adapter 0.7x 
| = al | ———— 100W Mercury Lamp Light Source 
q P-FLA-HGA Adapter 
aIN P-FLA2 Fluorescence 
aniGanend Pare P-BERG Tilting Attachment __f j--= HG Precentered Fiber Illuminator "Intensilight" 
Binocular Eye-level Binocular Binocular EUR GE sdaptet 
| Epi-fl Filter Cubes 
- = 
P-FMD Focusing Mount D P-IER Eye-level Riser 
mS SMZ1500 Zooming Body [PRRs GEST 
* * 
i 2) 
P-OTR Objective Nosepiece I I 
P-IDT Drawing Tube —s Es —$ = 
Light Shield Plate for SMZ1500 — 
— GI TTY Y-THA 
| ] Y-THP TH AC Adapter 
(a =| ei P-ICI2 Coaxial Episcopic Illuminator with 1/4) Plate Pointer Unit 
PIpAaROree (Not compatible with P-HR Plan Apo 1.6x/2x objective) © puci3a Nee 
-Plan Apo 1x — - mm 
(Actual magnification is equivalent to 0.8x FoR an “AD Plan P-HR Plan Apo 1.6x* esa) 
when mounted on SMZ1500.) ones: PO1X —*Can be used with diascopic — 
*Compatible with zoom magnifications illumination only. 1/4x Plate 
higher than 1.25x. C-FID Bifurcated = 
f C-FIR Ring Fiber Light Guide Fiber Light Guide j 
Riss PaaS (12V-100W halogen) (12V-100W halogen) = | 
iuminaton O-—— eae = alogen Lam 
ssl lalogen Lamp 
Cro. POL > arin ca, C-F115/230 
Analyzer Cs- | TL | Fiber Transformer 
C-FRL Fluorescent 
ul LW61Ji 
" Ring Lamp 8W 
teal C-FPS Fluorescent 
Ring Illuminator 
l 
C-EP 
Extension 
Pillar = 
0) 0) 
6V-30W 6V-30W 6V-30W 4 ® 
a Lamp = Lamp “% Lamp el 
a 
@@ ese 
————————— 
— ae 
-PS160 Plain Stand a Light Guide for 
C-DSS Diascopic Stand C-DSD Diascopic Stand S BD Diascopic Bright’ CUED signed Fiber-optic Diascopic Stand _———— ns] 
iascopic Stan 
Darkfield Stand pt (supplied with stand) PTHs leaching Head Stand 
C-ASP180 Opal & C-GSP180 
ee Black Acrylic Plate 180mm Glass Plate 160mm 
Plate SMZ Glass Plate ESD Plate 
S : é } SM-SAL 4"x4" C-POL Polarizer 
Stage L*! 
Circular Floating Stage 2 C-S4A 4"x4" SLE SICNE SEES 
C-TRS Tilting Stage Stage Adapter 6v-20w 
= U Halogen Lamp Ginator 
with reflector 
p> Bo 
= Articulated Arm 
® aa ev-10W Gs eo —©€)—oe —® 
luminator 
® XN (TN) Halogen Lamp 
Transformer —_ = —— 


*1 Although mountable on a diascopic stand, it is not suitable for observation as it blocks illumination. 


Unrivaled optical performance, system expandability plus ergonomic design 


¢ The SMZ1000 features a large 10x zoom ratio, extending from 0.8x to Specifications 
8x. This gives you a total magnification of 4x to 480x, depending on Optical system Parallel-optics zoom system 
‘ 7 7 a | Eyepoint level (interpupillary distance: 64mm) 
the combination of eyepiece and objective used. The 10x zoom lens | Total magnification 4-480x (Depending on eyepiece and objective used.), 6-540x 
eliminates the need to change lenses, allowing users to concentrate on (When coaxial episcopic illuminator is attached.) a ae 80 
observation. Eyepiece inclination 20° (Standard Binocular and Low Eye-level Binocular), 0°-30° i 
— (Tilting Binocular) 
. : P i ‘ ; j Interpupillary distance adjustment | 48-75mm 
¢ Nikon has developed an objective featuring a high NA of 0.1 anda 2 _— : 
high vi € 300 li / —— Eyepieces C-W10xB (FN. 22), C-W15x (F.N. 16), C-W20x (FN. 12.5), 
Ign resolving power 0 ines/mm. oe a (with diopter adjustment) C-W30x (EN. 7) ee 
: . : : . 0 Zoom range 0.8-8.0x ¢ in 
¢ Chromatic aberration and distortion in the lens that cause surface le | Zoom ratio 10:1 4 a 
¢ fer A F P Z + 
irregularities in the image are offset to a high degree. Now you can i Objectives P-Plan Apo 0.5x, 1x, P-ED Plan 1.5x, 2x, P-Plan 1x* bs 
view stereoscopic images that appear undistorted in all their brilliant, P-Achro 0.5x, P-ERG Plan 1x ERGO* 2 
true-to-life colors. *Compatible with zoom magnifications higher than 1x. ii 


irae 
For possible combinations of accessories, please refer to the system diagram. 
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Unit: mm 


System diagram 


—— © Rubber Eyeguard a eS Digital Camera DS-Vit 
P-IBSS2 Beam Splitter 2 [Eee iEs 
CFC CFM CrP | & Horn-shaped Eyeguard Relay Lens TV Camera Adapters/Lenses 


Crosshairs Micrometer Photo Mask 
i so . C-W10xB  C-W15x C-W20x —C-W30x V-T Photo Adapter 


Lu e C-mount CCD Camera 
Lf} | 6 & 8 6 Pelbsb2!Beamspitter D2: Ve C-mount TV Adapter Digital Camera DS-Qi1/DS-Fitc 
1V Adapter| 


= Digital Camera DS-Ri1/DS-Fi1/DS-Filc 
P-FLAP2 Port C-Mount TV Adapter 0.7x 


- | = (‘]—__—_ ow Mercury Lamp Light Source 
- — ey PIN 2 fa P-FLA-HGA Adapter 
SMZ1000-DSD r 


Fluorescence ba 
P-BT Standard _P-BTL Low Eye-level P-BERG Attachment P-FLA-HGFA Adapter 


Binocular Binocular Tilting Binocular 
— Epi-fl Filter Cubes 


= 


PAIER Eye-level Riser 
SMz1000 zooming Body P-THSS Teaching Head 


RE ar 


T T 1 Pointer Unit 
za = (=) oO [cI (ml oO P-IDT Drawing Tube —o-~ 
= Y-THA 


P-ERG Plan P-Achro P-Plan —-P-Plan PED PED d 
P-Plan 1x* AC Adapter 

1xERGO* —0.5x Apo0.5x Apo tx Plan 1.5x Plan 2x P-ICI2 Coaxial Episcopic Illuminator with 1/4 Plate 

(Not compatible with P-HR Plan Apo 1.6x/2x objective) 


es © PACI 33mm NCB14 
= | 
‘Wd Plate C-ID Bifurcated UL 
4 Fiber Light Guide ie 
CIP VAN Pate | C-ARRing Fiber Light Guide Fer ait Guide D> 


| | | (for Ring Fiber (12V-100W halogen) 
= Illumination) © om a} 1—__.ly tav-100W 
A >) ape Halogen Lamp. 
5MZ800/1000 Adapter cro [© ©) — 5 i = | C-F115/230 
Di : lobular eff flat obj iAnalyzan| 6 4. Fiber Transformer 
istortion causes a globular effect even on a flat object. Light Shield CFRL Ges] C-FPS Fluorescent 


j/ 4 


SMZ1000 Conventional model 
Comparison of resolving power and chromatic aberration factors 


HG Precentered Fiber Illuminator “Intensilight* 


Observation posture 


*Compatible with zoom 
magnifications higher than 1x. 


| es ee a ee Fluorescent Ring illuminator 
Ring Lamp 8W 
e In addition to the standard binocular eyepiece tube (P-BT) with 20° an 
eyepiece inclination, Nikon offers a low eye-level binocular eyepiece feo aenrth a g ® 
“be . . P-Plan 1 P-Plan Apo 1 
SMZ1000 tube (P-BTL), a tilting binocular eyepiece tube (P-BERG) that allows sobjectves only) 2 pF @ ab 
continuous adjustment of the eyepiece inclination from 0° to 30°, and @ °| FMC Focusing Mount © 
an eye-level riser (P-IER) to help you achieve the optimum eyepoint. Ove 
©® 0 ® cep P-THS Teaching Head Stand 
, : . i é oH {| | | Extension Pillar 
e The CFMC Focusing Mount C comes with a coaxial coarse/fine focusing IRGC Pate iaitelre decency CbSDlsecopestnds 
2 : ‘4 P (Only diascopic illumination can be used.) 
unit that travels smoothly along the optical axis. Its anti-backlash Magnification and focal depth aed © 633mm Fier 
mechanism makes fine adjustment of focus easier and more accurate. A (focal depth when using the C-W10xB eyepiece) 
built-in counterbalance ensures easy movements. ————- SLT OO —-_ ® ® | ® | ® | ® 
Objectives Working Zoom Focal depth 
distance magnification (mm) eee Haceuleee faker bene 
08x 7.886 oo 080 ©80 690 Q SOO 
P-Plan Apo 0.5x 123.6 4x 0.378 -PS160 Plain Stand = L__™ Toe t Lo Sans ana 
C-DSS Diascopic Stand C-DSD Diascopic Stand oe Dison Bey areal Rberaptc Fiber-optic Diascopic Stand 
8x 0.181 arkfield Stan iascopic Stan (Gupplied with stand) 
@ 
0.8x 1.221 © O O 
Ol; Esta Mount AN Eee ‘SM Opal & ‘SMZ Glass Plate ESD Plate 
P-Plan Apo 1x 70 4x 0.095 w ; Black Acrylic Plate 
| ee black Acie Pate Tamm — Glass Pate 180mm 
8x 0.045 | acl 
(} ® 
@® LS 
0.8x 0.543 SM-S4L 4"x4" Stage L*! 
P-ED Plan 1.5x 44.5 4x 0.042 ! 2 A = et 
| 
Anti-backlash mechanism 8x 0.020 I 1 | C-SSL Dia-sliding Stage 
| Tabli id US-: 
0.8x 0.305 Universal Table Stand US-3 Gas O U i 
C-TRS Tilting Stage . cae 
Sa P-ED Plan 2x 32.5 ax 0.024 1 scaingisge2 Sage Adapter ® 
¢ To maximize the high performance of SMZ1000, various accessories aozow 
; cae a ; ; : alogen Lamp C: 
including illumination systems and diascopic stands are available. 8x 0.011 LH L ss Hineaton 
Se : a ® ca Bo Articulated Arm 
i 4 15 [oo G—co—@ 
tluminator 
XN (TN) 
How to calculate focal depth (mm, when wavelength is 550nm) He Tenstomer = — Cio 
G-US2 Universal Table Stand 2 G-US1 Universal Table Stand 1 Halogen Lamp a = 
0.00055 ; 1 “1 Athough mountable ona lascpic tang, t isnot suitable for tars 
“¢ . i i ilk uf 
2(NA)2 T 7m . NA m: total magnification observation as it blocks illumination. © 


Pursuing ergonomic design, image clarity and low cost 


Easy-to-use 6.3x zoom ratio (1—6.3x) 
¢ Objectives feature high NA and high resolving power 


¢ Chromatic aberration and distortion in the lens that 
cause surface irregularities in the image are offset to 
a high degree. Now you can view stereoscopic 
images that appear undistorted in all their brilliant, 
true-to-life colors. 


e In addition to the standard binocular eyepiece tube 
(P-BT) with 20° eyepiece inclination, Nikon offers a 
low eye-level binocular eyepiece tube (P-BTL), a tilting 
binocular eyepiece tube (P-BERG) that allows 
continuous adjustment of the eyepiece inclination 
from 0° to 30°, and an eye-level riser (P-IER) to help 
you achieve the optimum eyepoint. 


© To maximize the high performance of SMZ800, 
various accessories including illumination systems and 


diascopic stands are available. 


C-TRS Tilting Stage 

This stage can be manually tilted in any 
direction, from a horizontal position to an angle 
of up to 30 degrees. When the nonskid sheet is 
used, it can hold a sample at a slant, making it 
suitable for slanted position observation of 
electronic parts, small print circuit boards and 
other such samples. The tilting stage is not 
compatible with diascopic illumination. 


Vertical image Slanted image 


Observation posture 


SMZ800 


SMZ800-1 


e With the ergonomic objective (Plan 
1x ERGO), the instrument's eye 
level is adjusted without the 
magnification or working distance 
being changed. 


. , 


Ergonomic objective can be extended or 
retracted to adjust eye level. 


Magnification and focal depth 
(focal depth when using the C-W10xB eyepiece) 


Specifications 


Optical system 


Parallel-optics zoom system 


Total magnification 


5-378x (Depending on eyepiece and objective used.), 7.5-425x 
(When coaxial episcopic illuminator is attached.) 


Eyepiece inclination 


20° (Standard Binocular and Low Eye-level Binocular), 0°-30° 
(Tilting Binocular) 


Interpupillary distance adjustment | 48-75mm 


Objectives Working Zoom Focal depth 
distance magnification (mm) 
1x 0.782 
P-Plan 1x 78 3x 0.132 
6.3x 0.059 
1x 3.127 
P-Achro 0.5x 189 3x 0.529 
6.3x 0.237 


How to calculate focal depth (mm, when wavelength is 550nm) 
0.00055 1 


2(NAP 7m=NA 


m: total magnification 


Eyepieces C-W10xB (F.N. 22), C-W15x (FEN. 16), C-W20x (FN. 12.5), 
(with diopter adjustment) C-W30x (FN. 7) 

Zoom range 1-6.30x 

Zoom ratio 6324 

Objectives P-Plan Apo 0.5x, 1x, P-ED Plan 1.5x, 2x, P-Plan 1x, 


P-Achro 0.5x, P-ERG Plan 1x ERGO 


For possible combinations of accessories, please refer to the system diagram. 


System diagram 


= Rubber Eyeguard 


CFC CFM CrP (> Hom-shaped Eyeguard 
Crosshairs Micrometer Photo Mask 
= =o s C-W10xB = C-WI5x C-W20x  C-W30x 
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;——_|—— 
“A BA We 


P-BT Standard P-BTL Low P-BERG 
Binocular _Eye-level Binocular Tilting Binocular 


199 130 


Boy 


exo = 


P-1BSS2 Beam Splitter S2 }C-0.55x DS 
Relay Lens 


Digital Camera DS-Vi1 


TV Camera Adapters/Lenses 


V-T Photo Adapter 


C-mount CCD Camera 


EMRE Sis laitsieed Lv-nrtv |c-mount TV Adapter Digital Camera DS-Qi1/DS-Fitc 


[9 swzaoo Zooming Body 


a a 

@ O a] {el 

P-ERG Plan P-AchrO. pia q, _P-Plan Plan P-ED PED 
1x ERGO 0.5%. “Plan'IX Apo 0.5x Apoix Plan 1.5x Plan 2x. 


Adapter 
- Digital Camera DS-Ri1/DS-Fi1/DS-Fitc 
P-FLAPZ Port ‘Mount TV Adapter 0.7x 
= a ————100W Mercury Lamp Light Source 
P-FLA-HGA Adapter 
P-FLA2 Fluorescence 
Attachment _{_ j= HG Precentered Fiber llluminator "Intensilight” 
P-FLA-HGFA Adapter 
Epil Filter Cubes 
i) 


PLIER Eye-level Riser 
P-THSS Teaching Head 


Y-THP TH 


iS 
Un Pointer Unit 
PDT Drawing Tube —o~ 


(a aN Y-THA 


AC Adapter 


P-ICI2 Coaxial Episcopic illuminator with 1/4) Plate 
(Not compatible with P-HR Plan Apo 1.6x/2x objective) 


(SS © PCI 33mm NCBI4 
Vay Plate C-+ID Bifurcated | 
Fiber Light Guide 
GAP 74x Plate C-AIR Ring Fiber Light Guide (12\-100W halogen) D> 
(for Ring Fiber (12V-100W halogen) ‘ 
ok illumination) C co a qs 12v-100w 
= CPOL (©) AS Se £11530 Halogen Lamp 
S§MZ800/1000 Analyzer | g ©) i Dp l TL | Fiber Transformer 
eeptey Light Shield Sewell CRL Gz] 
Plate for LED Illuminator __ Fluorescent 
5MZ800/1000 Ring Lamp 8W _C-FPS Fluorescent Ring Illuminator 
8-Segment Ss cy ER Extension Ring Adapter | @ 
Ring Light CYN-E1 for 0.5x Objectives ® 
(Compatible with 
P-Plan 1x or P-Plan Apo 
‘1x objectives only.) 
@ (FMC Focusing Mount C @ 

® = ® 

® @ 

® ° 

ol 
a iO ©O® 
1 CEP Extension 
©® Pillar 


C-PS/C-PSC Plain Stands 
(C-PSC is not compatible with 
photomicrography.) 


C-LEDS Hybrid LED Stand with 
built-in epi/diascopic illuminator 
(Only diascopic illumination can be used.) 


® }_————_ 
C-DS Diascopic Stand S t 


P-THS Teaching Head Stand 


© 033mm Filter 


®@ ® ® 


® 


6V-30W 
Halogen Lamp H 
© 660. 660 
P5160 Plain Stand = LO Lo 


Bl 
6V-30W 6V-30W 
lalogen Lamp Halogen Lamp 
Q | Q 660 
| _ | oS — 
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C-FMAN Focusing ® 


Light Guide for 
C-DSS Diascopic Stand C-DSD Diascopic Stand C-BD Diascopic Bright/ C-DSDF Fiber-optic e 
Darkfield Stand Diascopic Stand Beas Disscopic aa) 


oh Oba SMZ Glass Plate ESD Plate 


Black Acrylic Plate 180mm Glass Plate 180mm, 


& 
Tk fam an oe 
= ie] Black Acrylic Pat 
Focusing Mount 8 C-POL Polarizer SS C-ASP180 Opal & -G5P180 


Ls © 
fi ° 


Universal Table Stand US-3 


ors 


G-US2 Universal G-US1 Universal 
Table Stand 2 Table Stand 1 


® 


SM-S4L 4"x4" Stage L*! 


+ 


= Oo (ar. 
cars eVv-20W 
Tilting Stage Circular CSA 4"x4" Halogen Lamp C-DSLS 
Floating Stage 2 Stage Adapter with reflector lluminator 
| | | >— Bo lArticolated Aim 
c al Gis }— 0 6}-—ae—@ 
® wall illuminator 
Transformer (— <= — Cifcio—co 


*1 Although mountable on a diascopic stand, itis not suitable for 
observation as it blocks illumination. 


ev-10W 
Halogen Lamp = ® 
G-EIA Articulated 
Supporting Atm 
@ 


Unit: mm 


Ideally suited for observation and digital imaging 


= 
7 
¢ The SMZ745T boasts a 7.5x zoom that incorporates the Greenough 
optical system. The zoom range of 0.67x to 5x provides a broad 
observation range. 


.@ 


SMZ745T 


e The SMZ745T incorporates an optical path switching lever that enables 
easy switchover between eyepiece and camera. A DS series digital 
camera can be attached. 


e As well as high zoom ratio and magnification, the SMZ745T offers an 
unrivaled 115 mm working distance. 


SMZ745T has a built-in 
C-mount 0.55x 
magnification lens 


Working ' 
distance: 
115 mm 


Optical path switching lever 


Magnification and focal depth 
(focal depth when using the C-W10xB eyepiece) 


Auxiliary objectives Zoom magnification | Focal depth (mm) 
0.67x 1.190 
Not used 3x 0.103 
5x 0.057 
0.67x 4.761 
0.5x 3x 0.414 
: 5x 0.228 
0.67x 2.429 
0.7x 3x 0.211 
5x 0.117 
0.67x 0.529 
=> 1.5x 3x 0.046 
7 5x 0.025 
With a DS series digital camera 0.67x 0.298 
2x 3x 0.026 
5x 0.014 


¢ The anti-mold, anti-electrostatic design of the SMZ745T makes it 


suitable for use in various working environments. How to calculate focal depth (mm, when wavelength is 550nm) 


0.00055 1 
2(NA)? 7m*NA 


m: total magnification 
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Specifications 
Optical system 


Greenough optical system 


Total magnification 


3.35-300x (depending on eyepiece and auxiliary objective used) 


Straight tube 


Built-in C-mount 0.55x magnification lens (FN. 11), 
compatible with 2/3 in. or smaller CCD 


Eyepiece tube Fixed type 
Eyepiece inclination 45° 
Interpupillary distance adjustment | 52-75 mm 


Eyepieces C-W 10xB (F.N. 22), C-W 15x (FN. 16), C-W 20x (FN. 12.5), 
(with diopter adjustment) C-W 30x (FN. 7) 

Zoom range 0.67-5x 

Zoom ratio 7351 


Auxiliary objectives 


G-AL 0.5x (W.D. 211 mm), G-AL 0.7x (W.D. 150 mm), 
G-AL 1.5x (W.D. 61 mm), G-AL 2x (W.D. 43.5 mm) 


Working distance 


115 mm (standard) 


Weight 
EN.: Field Number 


System diagram 


nie) FMAN Focusing Mount AN 


1.8kg 


FC Crosshairs CFM Micrometer 


= =o CW 10xB CW 15x CW 20x CW 31 


eee 


Straight tube 
with 0.55x 
magnification 


= 
8-segment LED 


SMZ645 Adapter G-ALO.5x  G 


8-segment LED 
Ring Light CYN-E1 


PO § fe) O 

CPO OA C2-O-Y 

mies (WY) einen) CADET 
SM-LW61Ji 


LED Illuminator P99 LAMP BW crps Fluorescent 
Ring Illuminator 


= Rubber Eyeguard 


Ox 


mount Camera 


& Horn-shaped Eyeguard 


Auxiliary objectives 


AL 0.7x G-AL 1.5x 


FIR Ring Fiber 
Light Guide 
(12V-100W halogen) 


G-AL 2x 


FID Bifurcated 
Fiber Light Guide 
(12V-100W halogen) 


Oo" Ses 
|__________ 


| 
® 


ARS Tilting 


Stage Circular Floating 


© P-ICI 33 mm NCB14 


Unit: mm 


© © O 


SM Opal & SMZ 


Black Acrylic Plate Glass Plate 
POL Polarizer 


ESD Plate 


SM-S4L 4" x 4" 
Stage L*! 


LJ 


u 
CS4A 4" x4" 


Stage Adapter 


Stage 2 
| 


12V-100W 
Halogen Lamp 


CF115/230 
Fiber Transformer 


O 


CER Extension Ring Adapter 
for 0.5x Auxiliary Objectives 


8 


FMC Focusing Mount C 


CPS/CPSC Plain Stands 
(CPSC is not compatible 
with digital imaging) 


FMB 
Focusing 


Mount B 


LEDS Hybrid 
LED Stand with built-in 
epi/diascopic illuminator 


Universal Table Stand US-3 


a 
CDS Diascopic 
Stand S ° 


0) 


CDs 
33mm 
NCB11 


180 mm 


@ 


GASP180 Opal & 
Black Acrylic Plate 


O 


GGSP180 
Glass Plate 
180 mm 


GSSL 
Dia-sliding Stage 
CEP Extension Pillar 
(used with auxiliary 6v-20W @ 
objectives 0.5x, 0.7x) Halogen Lamp,  C-Dsis 
with reflector — jlluminator 


i 


6V-10W 


XN(TN) | Halogen 


f 


©O (a) SOO 12) O09 @ O00 @ 
€ 
o- t ome: — 
GPS160 Plain Stand = ce | € “Il Light Guide 
G-US2 e aa . CDss CDSD CBD Diascopic Bright/ 9 CDSD Fiber-optic for Fiber-optic 
niversal Table Diascopic Stand Diascopic Stand Darkfield Stand Diascopic Stand —_pjascopi 
Universal Table ech aycian pi Sa areata Diascopic Stand 


Stand 2 


Halogen Lamp 


Halogen Lamp 


Halogen Lamp 


(included with stand) 


Articulated Arm, 


oOo» —@) 


G-LS 
Illuminator 


Lamy 
Transformer |_12P : 
(O00) @ 
| G-EIA Articulated 
Omen 


= 


Supporting Arm 


*1 Although mountable on a diascopic stand, it is not suitable for observation as it blocks illumination. 
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© 6.3x zoom ratio offers magnifications of 0.8x to 5x. The zooming knob 
features click-stops that allow changes in magnification of 1x increments. 


© Two models with eyepiece inclinations of 45° (SMZ645) and 60° (SMZ660) 
are available. 


¢ Even at high magnification, a long working 
distance of 115mm, the longest in this 
microscope class, is realized. 


e The G-AL ERG auxiliary objective can 
be freely adjusted to match the 
operator's eye level. 


¢ Low-position focus knob for quick, 
effortless focusing 


Three “A” design 

e Airtight 

By making joints airtight, 
contamination from dust, oil, water 
and other contaminants is prevented. 


e Anti-mold 

Anti-mold design developed 
exclusively by Nikon ensures peace of 
mind when the microscope is used in 
environments subject to high heat or 


humidity. 
(V) : : 
2000 e Anti-electrostatic 
Static electricity built up within the 
microscope is discharged almost 
instantly, ensuring higher yields. 
1000 
a 
0 1 2 


(sec) 
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SMZ660-1 


e Various accessories including illumination systems and diascopic stands 


are available. 


SMZ645-1 


Magnification and focal depth 
(focal depth when using the C-W10xB eyepiece) 


Auxiliary objectives Zoom magnification | Focal depth (mm) 
0.8x 1.380 
Not used 3x 0.152 
5x 0.097 
0.8x 5.519 
0.5x 3x 0.608 
5x 0.388 
0.8x 2.816 
0.7x 3x 0.310 
5x 0.198 
0.8x 0.613 
1.5x 3x 0.068 
5x 0.043 
0.8x 0.345 
2x 3x 0.038 
5x 0.024 


How to calculate focal depth (mm, when wavelength is 550nm) 


0.00055 1 
2(NA)? 7m*NA 
Specifications 


Optical system 


m: total magnification 


Twin zooming objective 


Total magnification 


4-300x (Depending on eyepiece and auxiliary objective used.) 


Eyepiece inclination 


45° (SMZ645), 60° (SMZ660) 


Interpupillary distance adjustment 


52-75mm 


Eyepieces C-W10xB (FN. 22), C-W15x (FN. 16), C-W20x (FN. 12.5), 
(with diopter adjustment) C-W30x (F.N. 7) 

Zoom range 0.8-5x 

Zoom ratio 6.351 


Auxiliary objectives 


G-AL 0.5x (W.D. 211mm), 0.7x (W.D. 150mm), 1.5x (W.D. 
61mm), 2x (W.D. 43.5mm) 
G-AL ERG 0.77-1.06x (W.D. 102-48mm) 


Working distance 


115mm (with standard configuration) 


Antistatic function 


1000-10V, discharge within 0.2 sec. 


Airtight construction 


JIS dew prevention standard Type 1 compliant 


Dimensions 


SMZ645 


Eyepoint level (interpupillary distance: 65mm) 


System diagram 


CFC CFM 
Crosshairs Micrometer 


a ee ta] fl 


ea 


ay | 


C-W10xB  C-W15x C-W20x C-W30x 


8 
J 


SMZ645 
Zooming Body 


Zooming Body 


SMZ660 


ale 


4 a 


= 
SMZ645/660 
Adapter 


8-Segment 
Ring Light CYN-E1 
(Not compatible with 
: tes 
auxiliary objectives.) ail 


SMZ660 


Eyepoint level (interpupillary distance: 65mm) 


= Rubber Eyeguard 


{ Horn-shaped Eyeguard 


Auxiliary objectives 


CLP 1/4x Plate 


[—] 
15x G-AL2x  G-ALERG 1x 


Unit: mm 


© P-ICI 33mm NCB14 


C-FID Bifurcated 


Fiber Light Guide 


GFIR Ring Fiber Light Guide (9,7. 


1100W halogen) 


C-F115/230 


SM-LW61si  C-FRL Fluorescer 


Fiber Transformer 


12V-100W 
Halogen Lamp 


(for Ring Fiber (12V-100W halogen) 
turinston) aa} 
A int 
waver [e] © Cane as ees 
nt 


GFPS Fluorescent Ring Illuminator 


668 


CER Extension Ring Adapter 
= for 0.5x Auxiliary Objectives 


— 
a 


@ | 
@ 
@ 
O° 
a 


C-PS/C-PSC Plain Stands 
(C-PSC is not compatible 


LEDS Hybrid LED Stand with 
built-in epi/diascopic illuminator 


® 
CDS Diascopic Stand S 


®@ 
® 


~~} 


(FMC Focusing Mount C 


C-EP Extension Pillar 
(Used with auxiliary 
objectives 0.5x, 0.7x) 


C-FMAN Focusing 
Mount AN 


| 
ii 


CDSS Diascopic Stand 


Universal Table Stand US-3 


C-FMB Focusing 
Mount B 


C-DSD Diascopic Stand 


Darkfield Stand 


O 


C-POL Polarizer 


BIS] 


G-US2 Universal Table Stand 2 


C-BD Diascopic Bright/ 


SM Opal & 
Black Acrylic Plate 


C-DSDF Fiber-optic 
Diascopic Stand 


oe ©) 


SMZ Glass Plate ESD Plate 


Black Acrylic Plate 180mm 


with photomicrography.) © C-DS 33mm 
NCB11 
® | ce) | @ | ) | @ 
6V-30W 6V-30W 6V-30W 
Halogen Lamp Halogen Lamp Halogen Lamp 
oo \ 660 q 860 Q 860 680 
é | | ¢ ee 
P5160 Plain Stand = LO pare _ Lo ony 


Light Guide 
for Fiber-optic Diascopic Stand 
(supplied with stand) 


C-ASP180 Opal & -GSP180 
Glass Plate 180mm 


® ® 
SM-SAL 4"*x4" Stage L*! 
® 
a C-SSL Dia-sliding Stage 
= © . 
TRS iat "ya" 
Tilting Stage Circular C-S4A 4"x4' 
Floating Stage 2 Stage Adapter 
@ 
6V-20W Halogen C-DSLS 
aol ® Lamp with reflector illuminator 
bP Articulated Arm 
4 GIs oc —6—c-—® 
Ta illuminator 
Transformer a8 
6V-10W 


G-US1 Universal Table Stand 1 


Halogen Lamp 


*1 Although mountable on a diascopic stand, it is not suitable for 


observation as it blocks illumination. 


® 


G-EIA Articulated 
Supporting Arm 
@ 
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Designed for 
excellent cost 


performance 


© Compact design with ease-of-use and high optical performance 


Lightweight optics thanks to the use of porro-mirrors 


e ESD protection guards against electrostatic damage to samples. 


¢ The SMZ445 has a 45°eyepiece tube inclination, and the SMZ460 has a 60° 
eyepiece tube inclination, which is ideal for embedded use. 


Specifications 
SMZ445 SMZ460 
Optical system Twin zooming objective 
Total magnification Ax-70x 3.5x-60x 
Eyepiece inclination 45° 60° 
Interpupillary distance adjustment | 54-75mm 


Eyepieces SM 10xB (F.N. 21), SM 15xB (FN. 14), SM 20xB (FN. 12) 
Zooming range 0.8-3.5x 0.7-3x 
Zooming ratio 44:1 4.3:1 


Auxiliary objectives (option) 


ALS (0.5x), AL7 (0.7x) 


Working distance 


100mm (standard) 


SMZ445 configured with LED stand 


Dimensions 


SMZ445 


C-LEDS Hybrid LED Stand 


SMZ460 


SMZ445 


Both episcopic and diascopic observations are possible with this thin, lightweight stand. 


Episcopic illumination 


326 


(ikon) 


325.5 


14 


Diascopic illumination 


SMZ460 


Unit: mm 


High-resolution optics ideal for 


inspection, assembly and 


measurement 


¢ Diopter of both eyes can be adjusted individually, 
providing a clear image when zooming. 


¢ Twin zooming objective optical system maintains focus 
when magnification is changed. Focus point movement 


and magnification difference between eyes are minimal. 


¢ Compact design with horizontally positioned zooming 
ring (rotation: 90°). 


e Eyepiece inclination of 45° for comfortable observation. 


— ~« 


Dimensions 


190X144 
Unit: mm 
SMZ-2 (Clemmer is optional) 

Specifications Magnification and focal depth (mm) 
Optical system Twin zooming objective eee Eyepieces 
Total magnification 4-120x (Depending on eyepiece and auxiliary objective used.) Magnification 10x 15x 20x 30x 
Eyepiece inclination 45° 0.8x 0.794 0.613 0.523 0.433 
Interpupillary distance adjustment | 56-75mm 1x 0.496 0.383 0.326 0.269 
Eyepieces SM E10xA (F.N. 23, standard), SM E15xA (FN. 14), 2x 0.183 0.145 0.126 0.107 
(with diopter adjustment) SM E20xA (F.N. 12), C-W30x (FN. 7) 3x 0.122 0.099 0.088 0.077 
Zooming range nee ax 0.105 0.088 0.080 0.071 
Zooming ratio 521 
Working distance 77.5mm (with standard configuration) 
Standard st ic mi 

ith fixed objecti ificati 
¢ Optical axis passes through the middle of the lens, Dimensions 


eliminating chromatic aberration and providing sharp 
images. 


* Objective has fixed magnification of 2x. Total 
magnification ranges from 10x to 60x depending on 
eyepiece and auxiliary objective used. 


¢ Focal plane is positioned on distinct vision, eliminating 
eye fatigue during lengthy use. 


e 45° eyepiece tube inclination is ideal for use on a desk 
or other work surface. 


~~ ee 


~< 


280 


EO 
x! ae eer 
190x144 | : 
SMZ-2 (Clemmer is optional) Unit: mm 
Specifications Magnification and focal depth (mm) 
Optical system Fixed type Auxiliary Eyepieces 
Total magnification 10x-60x (Depending on the eyepiece and auxiliary objective objectives 10x 15x 20x 30x 
used.) Not used 0.181 0.142 0.123 0.104 
Eyepiece inclination An ALS (0.5%) 0.723 0.569 0.492 0.415 
Interpupillary distance adjustment | 56-75mm ALT (0.7%) 0.369 0.290 0.251 0.212 
Eyepieces SM E10xA (F.N. 23, standard), SM E15xA (F.N. 14), SM E20xA 
(FN. 12), C-W30x (F.N. 7) 
Objectives 2x 
Auxiliary objectives (option) AL5 (0.5x), AL7 (0.7x) 
Working distance 100mm (standard) 
a5: 


‘@) jectives SMZ1500 || SMZ1000 || SMZ800 


P-HR Plan Apo Series 

This series of objectives, which feature high 
NA and incredible resolving power, has been 
developed in pursuit of sharper and brighter 
images. For example, the P-HR Plan Apo 1.6x 
objective* delivers an NA of 0.21 anda 
resolving power of 630 lines/mm. 


*Can be used with diascopic illumination only. 


P-HR Plan Apo 0.5x, working distance: 
136mm 

P-HR Plan Apo 1x, working distance: 
54mm 

P-HR Plan Apo 1.6x, working distance: 
24mm 


P-Plan Apo Series 

This series of objectives, which boasts high 
NA and high resolving power, provides 
excellent image flatness. Chromatic 
aberration has been corrected. 


From left to right: P-HR Plan Apo 1x, P-HR Plan Apo 1.6x, and P-HR Plan Apo 0.5x 


P-Plan Apo 0.5x, working distance: 123.6mm 


Ergonomic Objective 
P-Plan Apo 1x, working distance: 70mm 


Eye level can be adjusted precisely 
without changing magnification or 


P-ED Plan/P-Plan/P-Achro Objectives working distance. 


Objectives of various magnifications and working distances are 
available. 


P-ED Plan 1.5x, working distance: 44.5mm 
P-ED Plan 2x, working distance: 32.5mm 
P-Plan 1x, working distance: 78mm 
P-Achro 0.5x, working distance: 189mm 


_ 


P-ERG Plan 1x 


Auxiliary Objectives 


Auxiliary Objectives Ergonomic Auxiliary Objective 


Microscopes Auxiliary objectives Working distance (mm) Eye level can be adjusted precisely. 
G-AL ERG 0.7—1.06x 02-48 
G-AL 0.5x 211 
SMZ645/660 G-AL 0.7x 50 
G-AL 1.5x 61 
G-AL 2x 43.5 
AL5 (0.5x) 03 
SMZ-2 
AL7 (0.7x) 95 
AL5 (0.5x) 81 i 
SMZ445/460 a 
AL7 (0.7x) 27.5 | 
AL5 (0.5x 68 
SM-5 as 1 || 
AL7 (0.7x) 28 
G-AL ERG 0.77-1.06x (working distance: 102-48mm) 
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Accessories 


Eyepiece Tubes/Eye-level Riser © smziso0 7 smzio00 | smzsoo 


(1) P-BT standard binocular eyepiece tube, (2) P-BTL low eye-level eyepiece tube, 
(3) P-BERG tilting eyepiece tube, (4) P-IER eye-level riser 


P-BT Standard Eyepiece Tube 

The standard binocular eyepiece tube is inclined 20°, allowing you to 
observe samples without having to lean forward. This reduces fatigue 
during long hours of operation by reducing strain on your neck, 
shoulders, and back. 


P-BTL Low Eye-level Eyepiece Tube 
The low eye-level binocular eyepiece tube enables comfortable 
observation even when using a diascopic stand or when an 
intermediate tube is inserted. 


P-BERG Tilting Eyepiece Tube 

The tilting binocular eyepiece tube allows continuous adjustment of 
the eyepiece inclination from 0° to 30°. You can also adjust the eye 
level a maximum of 157mm by swinging the eyepieces up 180° and 
tilting them. 


P-IER Eye-level Riser 
Lets you increase the eyepoint height 25mm per riser for a total of 
50mm. 


Beam Splitters/Teaching Head/Drawing Tube swz:so0 swzio00 smzeoo 


Beam Splitters (P-IBSS2, P-IBSD2) 
Using a beam splitter and adapter, a CCTV camera or a DS series digital 
camera can be attached. The P-IBSD2 Beam Splitter D2 has two ports. 


Beam-split ratios 


Observation Photomicrography 

Beam splitter 

Left Right Rear port Side port 

100% 100% 0% 0% 
P-IBSD2 0% 100% 100% 0% 

50% 50% 50% 50% 

100% 100% _ 0% 
P-IBSS2 

100% 50% = 50% 


P-THSS Teaching Head 

This teaching head enables the simultaneous observation of the same 
sample by two persons, making it ideal for teaching and educational 
purposes. The side-by-side configuration places less restriction on 
installation space and allows comfortable operation. 


we 


P-IDT Drawing Tube 

The drawing tube, mounted between microscope body and eyepiece tube, 
enables the drawing of images while viewing. Within the visual field, the 
drawing is overlaid on top of the image, allowing the user to draw the 
image simply by tracing it. The drawing can be removed from view by using 
the knob to block the light path. 
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Illumination Systems/Polarizing Attachment 


P-ICI2 Coaxial Episcopic 
Illuminator 

This illuminator uses a 12V-100W fiber-optics 
light source to deliver bright illumination over 
the entire sample surface. The thickness of the 
1/44 plate has been reduced, minimizing 


spherical aberrations in 
high NA objectives. ‘aay 


SMZ1500 configured with P-ICI2 
Coaxial Episcopic Illuminator 


*Zoom magnifications that can be used vary depending on 
objective. For details, consult a Nikon representative. 


$MZ1500 J SMzZ1000 — SMZ800 


C-LEDS Hybrid LED Stand 


Both episcopic and diascopic 


observations are = 
possible with this ~® 
thin, lightweight stand. 


The space-saving built-in -/ a 


illuminator can E al 


be switched and adjusted 
with ease. 
<———> »- Ss 


SMZ445 configured with 
C-LEDS Hybrid LED Stand 


SMZ1000 7 SMZ800 — SMZ745T 
SMZ645/660 | SMZ445/460 


C-DSLS Lamphouse (6V-20W 
halogen) 


Y SMz1500 | SMZ1000 | SMz800 J. SMz745T 
SMZ645/660 SMZ445/460 
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C-FIR Fiber-optics Ring 
Iluminator (12V-100W halogen) 
This illuminator incorporates a 12V-100W 
halogen lamp with reflection mirrors. It supplies 
conical-shaped light through an optical fiber 
from above the sample to 


its center, minimizing op 


unwanted shadow. 


S$MZ1500 configured with C-FIR 
Fiber-optics Ring Illuminator 


$MZ1500 J SMz1000 — SMZ800 
SMZ745T IT SMZ645/660 I SMZ-2 } 
SMZ445/460 


C-FPS Fluorescent Ring 


Illuminator 
A ring-shaped fluorescent tube provides uniform 
illumination over the entire 
visual field without 
shadows. This illuminator 
lights up immediately after 
switching ON. 


— 
-@ 
1 a > 

SMZ645 configured with f 


C-FPS Fluorescent Ring Illuminator 


1 SMZ1500 J SMz1000 J SMz800 J SMZ745T 
SMZ645/660 I SMZ-2 I SMZ445/460 


G-LS Episcopic Illuminator 
(6V-10W halogen) 


\ 


| SMiZ1500 J Smzi000 J SMzso0 J SMZ745T 
SMZ645/660 XY SMZ445/460 


C-FID Fiber-optics Bifurcated 
Iluminator (12V-100W halogen) 
This illuminator incorporates a 12V-100W 
halogen lamp with reflection mirrors to project 
light beams onto the desired position via two 
optical-fiber arms. The direction and angle of 
the illumination can be changed with simple 
adjustments of these flexible arms. 


S$MZ1500 configured 
with C-FID Fiber-optics 
Bifurcated Illuminator 


 @ 
? eo,” 
BS = 


SMZ1500 J SMZ1000 J SMz800 J SMZ745T 
SMZ645/660 I SMZ-2 I SMZ445/460 


SM-LW61Ji LED Illuminator 


This is a high-intensity illuminator incorporating 
60 long-life white LEDs. 


Flickering is suppressed by 7 

adjusting the intensity % 

control. 

_* ® 
bo 

SMZ645 configured with 

SM-LW61Ji LED Illuminator 


| SMZ1500 J SMZ1000 J SMZ800 J SMZ745T 
SMZ645/660 | SMZ-2 | SMZ445/460 If SN-5 | 


8-Segment LED Ring Light 
CYN-E1 


Because the optimum direction of illumination 

can be selected from eight directions, it is now 
possible to clearly see the edges of plastic mold 
parts and drills. 


SMZ1000 § SMZ800 § SMZ745T 
SMZ645/660 


C-POL Polarizing 
Attachment 


The polarizer is set on the stage while the 
analyzer is fitted on the objective lens cover, 
through which diascopic illumination light 
passes, making it possible to observe flakes of 
rock or mined ore, or double refraction images 
of samples. 


[ SMZ1500 | SMZ1000 — SMZ800 — SMZ745T 
SMZ645/660 


Accessories 


C-PS160 Plain Stand 
This stand features a thin Sp 
design, a large 2180mm 

stage plate and along 160mm * 
distance between the pillar and e 
optical axis to boost your * ® 
working efficiency. s 


C-PS/C-PSC Plain Stands 


The narrow design offers a comfortable work area 
and allows easy handling of samples. The C-PSC 
stand has a small base that saves desk space. 


SMZ1500 § SMZ1000 § SMZ800 SMZ745T , \ 


“4 » 


SMZ645/660 9 SMZ445/460 | A _ 


SMZ645 configured with SMZ645 configured with C-PSC 
C-PS Plain Stand Plain Stand 


{ SMZ1000 F SMzs00 J SMZ745T 
SMZ645/660 | SMZ445/460 


S$MZ1500 configured with 
C-PS160 Plain Stand 


C-DSD Diascopic Stand 
The high-end C-DSD Diascopic Stand features 
condenser lenses that can be switched between 
low and high magnifications. aay 
Furthermore, the Oblique 
Coherent Contrast (OCC) 


C-DSS Diascopic Stand 
2 e This stand accommodates a Pts] 


Illumination system has been ; light source and power 
developed in response to user “_ supply in a simple design. : 
requests for high-contrast . The angle of the built-in mirror can ; ° 
illumination. The system allows be easily adjusted with the knob. « 
colorless and transparent | 
: c— a 

samples to be observed in ag * 
high relief. =P — 

SMZ1500 configured with SMZ1500 configured with a 

C-DSD Diascopic Stand C-DSS Diascopic Stand " os 


SMZ1500 § SMZ1000 | SMZ800 SMZ745T 
SMZ645/660 9 SMZ445/460 


SMZ1500 ¥ SMzZ1000 % SMz800 J SMZ745T 
SMZ645/660 | SMZ445/460 


C-DS Diascopic Stand 


This stand features a hand 

rest that ensures comfortable 

operation and a large- 

diameter stage glass for ra 
observation of large samples. 
Used in conjunction with 6V-20W q @ 
halogen lamp. 7 & 


Ss 
SMZ645 configured with . D 
C-DS Diascopic Stand — .. 


[ SMZ1000 | SMZ800 | SMZ745T 
SMZ645/660 | SMZ445/460 


C-BD Diascopic 
Bright/Darkfield Stand 

This stand uses a seven-sided toroidal mirror to 
substantially reduce stray 

light that causes a decrease 

in contrast when using short- 

working distance objectives under rt 
darkfield diascopic illumination. 5 
Consequently, it enables high S/B is 
ratio darkfield images. Ld 


SMZ1500 configured with C-BD a 
Diascopic Bright/Darkfield Stand a 


{ SMZ1500 J SMZ1000 7 SMzZ800 — SMZ745T 
SMZ645/660 | SMZ445/460 


Light source 6V-10W halogen lamp Light source 6V-10W halogen lamp Light source 6V-10W halogen lamp 
Illumination Brightfield illumination, OCC (high contrast) illumination Illumination Brightfield illumination, oblique (high contrast) illumination Illumination Brightfield illumination, darkfield illumination 
Built-in filter NCB11, ND4/16 Built-in filter Not equipped Built-in filter NCB11 (brightfield only, insertion/detachment impossible) 
Magnification Observable with all objectives; observable at all zoom *o45mm filter slot provided *o45mm filter slot provided 
ranges (0.5x objective is compatible with zoom Magnification | Observable with all objectives; observable at all zoom Magnification | Observable with all objectives; observable at all zoom 


magnifications higher than 1.5x.) 
Fine focus knob | Equipped 


ranges (0.5x objective is compatible with zoom 
magnification higher than 1.5x.) 


ranges (0.5x objective is compatible with zoom 
magnifications higher than 1.5x.) 


Fine focus knob | Equipped 


The C-DSDF Fiber-optic Diascopic Stand is also available. 
Stages 


C-SSL Dia-sliding Stage 

Used for diascopic observation, this sliding stage 
can be easily moved in the desired direction 
simply with a light push. Travel range is within 
o38mm. 


SMZ1500 § SMZ1000 § SMZ800 SMZ745T 
SMZ645/660  SMZ445/460 


SM-S4L 4 x 4 Stage 


Used in combination with an optional extension pillar, the 4 x 4 
Stage allows precise movement in the XY direction, facilitating 
fine alignment during high-magnification observations under 
episcopic illumination. 

(Although mountable on a diascopic stand, it is not suitable for 
observation as it blocks illumination.) 


{ SMZ1500 J SMZ1000 7 SMz800 — SMZ745T 
SMZ645/660 | SMZ445/460 


SM-SAL 4 x 4 Stage 


C-TRS Tilting Stage 
This stage has a nonslip sheet and can be tilted 30° 
from its horizontal position. we 


GZ G4? G40) G4Z5 
SMZ645/660 | SMZ445/460 


Fine focus knob | Equipped 


_ 
& 


e' 


Sliding Stage 2 

Loaded with a sample, the stage can be 
easily moved in the desired direction simply 
with a light push to its edges. Travel range is 
within 240mm. 


$MZ1500 J SMz1000 — SMzs00 — SMZ745T 
SMZ645/660  SMZ J SMZ445/460 
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Universal Table Stands/Focusing Mounts 


Universal Table Stands G-US1/G-US2 Universal Table Stand P 


These stands are handy in microscopy with large samples not loaded onto Not only can it be used for a large sample, but this extremely stable stand 
the standard stand. The microscope unit is mounted to the stand arm via a also easily accommodates a DS series digital camera. 

focusing mount. The G-US1 is a table clamp type (table top thickness: 10 e Used in conjunction with the C-FMAN Focusing Mount AN on the 
to 60 mm). SMZ1000/800/7451/645/660/445/460. 

e Used in conjunction with the C-FMB Focusing Mount B on the e Used in conjunction with the SM Focusing Mount on the SM-5. 


SMZ745T/645/660/445/460. 
e Used in conjunction with the SM Focusing Mount and the G-USA 
SM US Adapter on the SM-5. 
¢ Can not be used with the SMZ1000/800 when photomicrographic . 
equipment is mounted on these models. Universal Stand P 


G-US1 Universal Table Stand 1 
413 | 4 


Fe, 


fe) 
= 


364 
— 


148 


4 
3 
w 
uw 
o 
Y 
i 


228-500 


Can be installed on the 
top or bottom edge. 
10-60 


* i 3 ia Unit: mm 


G-US2 Universal Table Stand 2 


The image is a configuration sample with the SMZ645. 


413 
| % F af Specifications 
4 co) 7 Model G-US1 G-US2 P 
——, o— S 2. Vertical cross travel 245mm 229mm 
5 f 
° | i | Horizontal cross travel 260mm 272mm 
~ 90-350 148 Weight (approx.) 4.4kg 23.0kg 30.5kg 
- C-FMAN Focusing Mount AN _— e) 
o. 
C-FMB Focusing Mount B oO = 
—_t— C-FMB Focusing Mount C _— _— 
x — SM Focusing Mount oF O 
Use of photomicrographic = e) 
230 equipment 
Unit: mm a ———————————————————e—— 
The image is a configuration sample with the SMZ645. O: Possible * G-USA Adapter is required 


Focusing Mounts 
Various types of focusing mounts are available depending on use. They are used to incorporate stereoscopic microscope bodies into IC bonders or 
other devices. (SM Focusing Mount is for SMZ-2 and SM-5.) These mounts can also be used when attaching microscopes to Universal Table Stands. 


C-FMAN Focusing Mount AN C-FMB Focusing Mount B C-FMC Focusing Mount C 
SM Focusing Mount 


SOL? 


024.5—+! 
@76mm: C-FMAN Focusing Mount AN 
@62mm: SM Focusing Mount Unit: mm 
C-FMAN Focusing Mount AN | C-FMB Focusing Mount B | C-FMC Focusing Mount C SM Focusing Mount 
Focusing area 40mm 50mm 50mm 40mm 
Weight (approx.) 0.6kg 0.8kg 1.6kg 0.6kg 
Compatible microscopes SMZ1000/800/745T/645/660/445/460 SMZ-2, SM-5 
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Accessories 


P-FLA2 Epi-fluorescence Attachment 

Nikon developed the P-FLA2 Epi-fluorescence Attachment for stereoscopic 
microscopes to allow easy observation of living cells under fluorescence methods such 
as GFP. Switching between the fluorescence method and brightfield method is quick 
and easy. If you add an optional photo port to this attachment, you can mount a DS 
series digital camera or a CCTV camera without using a beam splitter. Because 100% 
of the light is delivered to the photo port, bright images are ensured. 


Magnification 1x 
Mountable filter blocks Max. 4 
Light source 100W mercury lamp 


130W mercury lamp (C-HGFI Intensilight) 


Filter blocks 2 dedicated types (Not compatible with biological microscopes.) 
P-FL GFP-B (EX460-500, DM505, BA510-560) 
P-FL GFP-L (EX460-500, DM505, BA510) 


Light path of dedicated side port (option) | Left eyepiece : right eyepiece : output port = 100 : 100: 0,0: 50: 100 


SMZ1500 configured with P-FLA2 Epi-fluorescence 
Attachment and DS-Fi1c-L2 


Digital Cameras for Microscopes © svz:s00  swzio00 | suzeoo 


Numerous digital cameras and control units are available for biological and industrial applications 
ranging from advanced research to capturing inspection images. 


DS-Fil V 


DS-Fitc 


DS-Ri1 
DS-Fi1c 
C-Mount 
LV-TV TV Adapter TV Adapter 0.7x 
DS-Fi1c 
DS-Qi1 
C-mount TV Adapter 


SMZ800 configured with P-IBSS2 Beam Splitter $2, 
C-Mount DS-Vi1 digital camera and DS-L2 control unit 
TV Adapter 0.55x* 


* SMZ745T has a built-in C-mount 0.55x magnification lens 
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Specifications 


Model 


SMZ1500 


SMZ1000 


SMZ800 


SMZ745T 


SMZ645/660 


SMZ445/460 


Optical system Parallel-optics type (zooming type) Greenough type (zooming type) Fixed type 
Total magnification 3.75-540x 4-480x 5-378x 3.35-300x 4-300x 4-70x (SMZ445), 4-120x 10-60x 
(Depending on eyepiece and 3.5-60x (SMZ460) 
objective used) 
(When coaxial episcopic 5.6-506x 6-540x 7.5-425x 
illuminator is attached) 

Eyepiece tube P-BT Standard Binocular, P-BTL Low Eye-level Binocular, P-BERG Tilting Binocular Fixed 

Eyepiece inclination 20° (Standard Binocular and Low Eye-level Binocular), 0°-30° (Tilting Binocular) ANS? 45° (SMZ645), 60° (SMZ660) 45° (SMZ445), 60° (SMZ460) 45° 

Interpupillary distance adjustment | 48-75mm 52-75mm 54-75mm 56-75mm 

Eyepieces C-W10xB (F.N. 22), C-W15x (F.N. 16), C-W20x (F.N. 12.5), C-W30x (F.N. 7) SM 10xB (F.N. 21), SM 15xB (F.N. 14), SM E10xA (F.N. 23, standard), SM E15xA (FN. 14), SM E20xA (FN. 12), 

(with diopter adjustment) SM 20xB (F.N. 12) C-W30x (F.N. 7) 

Zoom range 0.75-11.25x 0.8-8.0x 1-6.3x 0.67-5x 0.8-5x 0.8-3.5x (SMZ445), 0.7—3x (SMZ460) 0.8-4x _— 

Zoom ratio 152 1 (O21 6.338 (| Ue | 4.4: 1 (SMZ445), 4.3 : 1 (SMZ460) Srl — 

Objectives P-HR Plan Apo 0.5x, 1x, 1.6x P-Plan Apo 0.5x, 1x P-Plan Apo 0.5x, 1x — 2x (fixed) 

P-Plan Apo 1x (Actual P-ED Plan 1.5x, 2x P-ED Plan 1.5x, 2x 
magnification is equivalent to | P-Plan 1x* P-Plan 1x 
0.8x. Compatible with zoom P-Achro 0.5x P-Achro 0.5x 
magnifications higher P-ERG Plan 1x ERGO* P-ERG Plan 1x ERGO 
than 1.25x.) *Compatible with zoom 

magnifications higher than 1x. 

Auxiliary objectives — G-AL 0.5x (W.D. 211mm), AL5 (0.5x, W.D. 181mm), ALS5 (0.5x, W.D. 103mm), AL5 (0.5x, W.D. 168mm), 
0.7x (W.D. 150mm), AL7 (0.7x, W.D. 127.5mm) AL7 (0.7x, W.D. 95mm) AL7 (0.7x, W.D. 128mm) 
1.5x (W.D. 61mm), 
2x (W.D. 43.5mm) 

G-AL ERG 0.77-1.06x (W.D. 102—48mm) 

Working distance (with standard 54mm 70mm 78mm 115mm 100mm 77.5mm 100mm 

configuration or 1x objective) 

Weight (approx.) 7.5kg (with P-BT Standard 6.5kg (with P-BT Standard 5kg (with P-BT Standard 1.8kg 4.5kg 1.0kg (body), 1.9kg (C-PSC Plain Stand) | 2.1kg (body), 1.9kg (C-PSC Plain Stand) | 1.5kg (body), 1.9kg (C-PSC Plain Stand) 


Binocular and C-PS160 Plain 
Stand) 


Binocular and C-PS160 Plain 
Stand) 


Binocular and C-PS160 Plain 
Stand) 


Accessory Compatibility 


SMZ1500 SMZ1000 SMZ800 SMZ745T SMZ645/660 |SMZ445/460 SIMZ-2 SM-5 
P-ICI2 Coaxial Episcopic Illuminator 
(12V-100W halogen) ° Q < 
C-FIR Fiber-optics Ring Illuminator 6 O O O O A A 
C-FID Fiber-optics Bifurcated Illuminator 
ae (12V-100W halogen) ° ° : 2 © ° 7 
Illumination 
systems C-DSLS Lamphouse 
(6V-20W halogen) © © © 
G-LS Episcopic Illuminator 
(6V-10W halogen) o 9 o A A 
C-FPS Fluorescent Ring Illuminator @) oO 6) oO oO x pa 
SM-LW61Ji LED Illuminator oO O oO @) A A 
8-Segment LED Ring Light CYN-E1 oF or Ory Ot 
Epi-fluorescence P-FLA2 Epi-fluorescence attachment O O O 
attachment 
Polarizing C-POL Polarizing Attachment 
attachment © © . © 2 
Iris diaphragm SMZ-10A Iris Diaphragm @) oO 
C-PS160 Plain Stand @ oO © oO ©) 
C-PS/C-PSC Plain Stands @) oO @) oO 
Stands 
C-DS Diascopic Stand oO oO ie) oO 
C-DSS Diascopic Stand @) oO @) @) e) 


* Can be used with P-Plan 1x or P-Plan Apo 1x objective only. 
** Can not be used with auxiliary objective. 
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SMZ1500 SMZ1000 SMZ800 SMZ745T SMZ645/660 |SMZ445/460 | SIMZ-2 | SIV-5 


C-DSD Diascopic Stand e) @) oO e) oO O 
C-BD Diascopic Bright/ 
Stands Darkfield Stand 2 © is a @ iS 
C-DSDF Fiber-optic Diascopic O O O O O O 
Stand 
Astin Saha O O O O fo) O 
Stages (for episcopic illumination only) 
Sliding Stage 2 e) @) @) @) oO e) oO oO 
C-SSL Dia-sliding Stage oO o oO @) oO O oO @) 
C-TRS Tilting Stage oO oO @) O o oO e) oO 
pat ee Table Stands G-US1/ O 6 O O O O O 
Stands z 
Universal Table Stand P oO oO e) oO oO @) oO 
P-THSS Teaching Head oO oO oO 
P-IDT Drawing Tube oO O @) 
Others 
P-IBSS2 Beam Splitter oO oO oO 
P-IBSD2 Beam Splitter @) @) @) 
Digital cameras See page 21 I) @) 6, 


O : compatible 
A: adapter is required 
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